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15  From Nikon Eclipse E200 Instructions, Nikon Instruments, Inc., 1300 Walt Whitman Road, Melville, NY 

11474-3064, reproduced with permission. 
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• Turn the ring below the stage to set the appropriate 
condenser:  C for bright field, A for dark field, and the 
appropriate Ph for phase.  Match the Ph (1, 2, or 3) to the 
objective. 
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